CERTIFICATION by CUSTODIAN of RECORDS

Tucson Police Department Crime Laboratory

[ hereby certify that these documents are a true and correct copy of the
periodic maintenance™* for the Intoxilyzer 5000 Serial Number

ﬁ)é '-39033?57? maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates, The acceptable accuracy limits, as defined in A.A.C. R9-14-404.A.3,
for a 0.080AC solution are 0.070AC to 0.090AC,

Date: _Qf/2/05  Call___p.p& AC Cal2_ H.O5D  AC
Date: Z/I2[0S call 0.051 AC cal2 g.079 AC

Date: i Eal 1 AC (Cal?2 AC

Between the dates of @ /3/05 and T /20T

the instrument was operating properly and accurately.

The instrument was taken out of service for repair on
The mnstrument was returned to service on

[

s

Irene Doran

Z/19/05

ADPS QAS Permit # QAS 29586

SUBSCRIBED AND SWORN to before me this_ /9 day of
o J (‘a{_ 2005 .
FFICIAL SEAL =
S\ KATHY A. KINNEY
=) NOTARY PUBLIC-ARIZOMA |
¥5/ PIMA COUNTY
My Comm. Exp. Sept. 4, 2008] Notary Public

*Includes documents specified in A.A.C. R9-14-404 A 6

Pursuant to-section 28-1327, Arizona Revised Statutes, this document is a2 cerified duplicats of the
information comtained in computer storage devices of the Tucson Police Deparmrnent.
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ARIZONA DEPARTMENT OF HEALTY SERVICE

STANDARD QUALITY ASSURANCE PROCEDURES /{Ul'\
INTOXILYZER MODEL 5000+
AGENCY Tucson Police QR SPECIALIST enc Dﬂl‘*a#} ’7‘&:—*33{

(Print Mame)

INTOXILYZER SERIAL ¢ (b —00/F59 LOCATION  DUT HD
RIGRE July 1D 2 Q005  TIME /(2§ :
L/ ) e _
___ Display reads "READY TQ START” or “YPUSH BUTTON TO START
TEST."
DIAGNOSEIC TESTS
v’ DVM Test check. Setting should bs beatwesa 200 and
800, Mode selesction switeh 52 on, 51 and 33 off or
keybozrd menu selection “H~” eading 15 3%
: Pk Display T=st check. Mode selacrion switeh 51 on and S2
and §3 off or keyboard menu selscrcippn V"
v/f’ Brinter Test check. Mode sslection switch 51, §2, 53
ﬁ%uff or keyboard menu selectiagn “p~.
b/f Clack time check. Mode selection switch 510 &n or
kKevboard menu selection “E”.
- V// Date chack. Mode salection switeh S11 on or keyboard
menl selactcion “E”
QPERATIGNAL TESTS
v . Alcohol frees subject Test resule 0. OCo AC
v/ Error recognition loglc system Eunctieoning
Invalid test printed
Lff{?ropar sample recognition syvstem
Invalid sample printed
Deficient sample printed
MR Completensss of sample purqe with collection tube#**
v o Lalibration standard AC
results: 0. O5/AC v OFFAa_
Iostrumsnt upe:at1rg properly ang ancurat=lv YES “’/hﬂ

r:cmsﬂa-s-)éﬁ:ﬂ?"f’( f:"o?f? Maoved CLOCK. ahedd

il
SIGNATURE M I@'ﬁ’),h_x

0. N/A alcohol concentration standard collectad for subseguant
analysis.h*

*WITH OR WITHOUT VAFPOR RECIRCULATION AND WITE ON WITHOODT SETAS0ARD
**#*THIS STEP IS ONLY REQUIRED IF THIS DEVICE TS5 BFEING UsSED FOR
SAMDPLE CAPTURE.

DHS/DOSLS/Form CH1T (Rev. 7-93)

Pursuant to section 23-1327, Arirona Revised Stanutes, this document is a certifed duplicate of the infarmation contained in compuier
storage devices of the Tumson Police Deparmment:
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this detument is a certified duplicate of the information contained in computer

Pursuant to section 28-1327, Arizona Revised Statutes,
storage devices of the Tucson Police Department,
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INVALID TEST
|
| SAMPLE INTRODUCED
AT IMPROPER TIME,
|
|
|
|
| P4
|
| 4
SUBLIECT & WAME
"W:\ - = mmu&%ﬁ STio
i == ﬁﬁ:n:mn@ % 3 Jr
ADCITIOMLAL IWMT'O_N BT OV MESARICS
| Jllr = —
INTONAYZER® INSTRUMENT PRINTER CARD m,_l
T 1986 by ChINC. - :

Pursuant 1o section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in computer
storage devices of the Tucson Police Department.
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EXHIBIT p

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED By
A.A.C. R9-14-404 (A}

ARIZONA DEPARTMENT OF HEARLTH SERVICES

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000%

STANDARD CALIBRATION CHECK PROCEDURE &ik

hgency Tucson Police Department Date F L2 /05 vime  N2&
Intoxilyzer Serial ¢ (i~ 00/ 769 Location Du ] HE
QR Specialist Lreae Joan o33/

(Print Name)

{ U/ﬁ 1. Pour a standard alcohol sclution of known value inte a
clean dry simulator jar and assemble the simulator.
Insure that a tight seal has bsepn mzade;

Standard wvalue: 0. OFD AC

Y 2. Turn on the simulator and allow the temperature to
reach 349C+.2%¢c.

{ b/a 3. Set Intoxilyzer mode selection in the ACA mode by

switching mode selection switch #9 on or selecting “C”
on keyboard menu.
{ ) 4. Attach simulator to the simulator entrance port on the

i Intoxilyzecr.
{ v 5. Intexilyzer 5000 display reads “READY TO START" or

"BUSH BUTTON".

il/@( 6. 'Push Start Test button or press enter on keyboard.
(/W 7. Insert card in response to display.
(V' U, 8. Air blank completed.
tv/D( g Calibration check completed.

/ Test resulcs 0. ﬁ_{ff ¥ d{j?‘f AC
{D/ ] 10. Bir blank completed.
{b’b(, 1i1. When display reads Test Complets remove evidence card.

Attach the card to the completed checklist.

[Pf/] 12. Return mode selection switch #9 to off position after
all calibration checks are complete or type Q and entecr
an yboard.

SIGNATURE i
£
*WITH OR WITHOUT WVAPOR RECIBRCULATICN AND WITH OB WITHOUT EEYBOARD

DHS/DSLS/Form ‘CllEé [Rewv. 7-=93)

Pursuant 1o section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in computer
storage devices of the Tueson Police Department.
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Pursuant to section 28-1327, Arizona Revised Statutes, this decument is a certified duplicate of the information contained in computer

storages devices of the Tucson Police Department.




